## TABLE OF CONTENTS

<table>
<thead>
<tr>
<th>Section</th>
<th>Page</th>
</tr>
</thead>
<tbody>
<tr>
<td>INTRODUCTION</td>
<td>ix</td>
</tr>
<tr>
<td>CHAPTER 1:</td>
<td></td>
</tr>
<tr>
<td>Rationale For Validating Sterilization Processes</td>
<td>1</td>
</tr>
<tr>
<td>CHAPTER 2:</td>
<td></td>
</tr>
<tr>
<td>Contract Sterilizers</td>
<td>5</td>
</tr>
<tr>
<td>Selection of the Sterilization Facility</td>
<td>6</td>
</tr>
<tr>
<td>Obtaining a Written Contract</td>
<td>7</td>
</tr>
<tr>
<td>Verification of Validation</td>
<td>8</td>
</tr>
<tr>
<td>Routine Processing</td>
<td>11</td>
</tr>
<tr>
<td>CHAPTER 3:</td>
<td></td>
</tr>
<tr>
<td>Microbiological Considerations</td>
<td>13</td>
</tr>
<tr>
<td>Biological Indicators</td>
<td>15</td>
</tr>
<tr>
<td>Product Bioburden</td>
<td>19</td>
</tr>
<tr>
<td>Bioburden Recovery</td>
<td>22</td>
</tr>
<tr>
<td>Bioburden Limits</td>
<td>26</td>
</tr>
</tbody>
</table>
Estimation of the Bioburden on the Product and the Resistance of the Bioburden Relative to the Biological Indicator ............... 85
Process Lethality Determination .......................... 87

CHAPTER 7:
The Validation Protocol ................................. 93

CHAPTER 8:
Outline of the Sterilization Validation Process .......... 97
Sequence of Activities for Sterilization Validation .... 102

CHAPTER 9:
Final Report ........................................... 115

CHAPTER 10:
Routine Monitoring And Control .......................... 119
Validation of BI Incubation Reduction ...................... 121
Adopting a Device for a Validated Sterilization System ................................. 125

CHAPTER 11:
Parametric Release .................................... 127

REFERENCES ............................................. 133

GLOSSARY ................................................ 139

APPENDIXES & EXHIBITS ................................. 153
Appendix 1:
Contract EO sterilization facilities in the U.S. ....... 154
Appendix 2:
ISO Environmental control standards ................. 155
Appendix 3-1:
Class 100 monitoring table .............................. 156
Appendix 3-2:
Class 10,000 monitoring table ............................ 157
Appendix 3-3:
Class 100,000 monitoring table .......................... 158
Appendix 4-1:
Examples of minimum number of temperature sensors
outlined in ISO 11135-1 ................................. 159
Appendix 4-2:
Examples of minimum number of humidity sensors
outlined in ISO 11135-1 ................................. 159
Appendix 5:
Sample validation protocol ............................... 160
Exhibit 1:
Booth Medical’s product line ............................. 173
Exhibit 2:
Load configuration ....................................... 174
Exhibit 3:
Fractional cycle parameters (example) ................ 175
Exhibit 4:
Full cycle parameters (example) ....................... 176
Exhibit 5:
Example of BI placement ............................... 177
Exhibit 6:
Location of sensors and biological indicators ......... 178
Appendix 6:
Elements of a sterilization validation program ....... 179
Appendix 7-1:  
  Conversion tables ........................................... 180
Appendix 7-2:  
  Temperature conversion chart .............................. 181
Appendix 7-3:  
  Calculation of EO concentration ............................ 182
Appendix 7-4:  
  Gas constants .................................................. 183
Appendix 7-5:  
  Vapor pressure of water saturation temperature ............ 184
Appendix 8-1:  
  Class 100 monitoring table ................................ 185
Appendix 8-2:  
  Class 10,000 monitoring table .............................. 186
Appendix 8-3:  
  Class 100,000 monitoring table ............................ 187
Appendix 9:  
  EtO residual decision tree .................................. 188
Appendix 10:  
  FDA recognized sterilization standards .................... 190
Appendix 11:  
  Nomograph for determination of EO concentration ....... 192